The displacement map for an optimized MRI treatment planning sequence was measured using a dedicated phantom in a 3T MRI system.
To simulate the distortion aspects of a synthetic CT (electron density derived from MR images), the displacement map was applied to CT images, referred to as distorted CT images. A volumetric modulated arc prostate treatment plan was applied to the original CT and the distorted CT, creating a reference and a distorted CT dose distribution.
By applying the inverse of the displacement map to the distorted CT dose distribution, a dose distribution in the same geometry as the original CT images was created. For 10 prostate cancer patients, the dose difference between the reference dose distribution and inverse distorted CT dose distribution was analyzed in isodose level bins.
The mean magnitude of the geometric distortion was 1.97 mm for the radial distance of 200-250 mm from isocenter. The mean percentage dose differences for all isodose level bins, were ≤ 0.02 % and the radiotherapy structure mean volume deviations were < 0.2 %.
The method developed can quantify the dosimetric effects of MRI system specific distortion in a prostate MRI only radiotherapy workflow, separated from dosimetric effects originating from synthetic CT generation. No clinically relevant dose difference or structure deformation was found when 3D distortion correction and high acquisition bandwidth was used. The method could be used for any MRI sequence together with any anatomy of interest.
Introduction
The use of dedicated magnetic resonance imaging (MRI) scanners in radiotherapy centers has rapidly increased due to the superior soft tissue contrast of the MRI compared to computer tomography (CT) , Blomqvist et al., 2013 . For external radiotherapy of prostate cancer, MRI can add clinical value to the target delineation process (Debois et al., 1999 , Jackson et al., 2007 .
Simultaneous use of multimodal image information from CT and MRI often requires a registration of the images into a common frame of reference. This multimodal image registration between CT and MRI can result in an increased spatial uncertainty and therefore result in a deviation of the planned dose to the patient . To avoid these uncertainties, techniques to provide electron density information from MRI have been developed, enabling a workflow excluding the CT. These workflows are often referred to as MRI only workflows where a synthetic CT image, created from MRI, replaces the CT. Several techniques to generate synthetic CTs has been proposed (Lambert et al., 2011 , Dowling et al., 2012 , Johansson et al., 2012 , Hsu et al., 2013 , Edmund et al., 2014 , Korhonen et al., 2014 , Andreasen et al., 2015 , Siversson et al., 2015 . The time, effort and resources spent per patient can also be reduced by excluding the CT from the radiotherapy workflow. This would also be beneficial as no ionizing radiation is used during radiotherapy planning.
The generation of a synthetic CT requires a field of view (FOV) covering the outer body contour for accurate treatment planning. Magnetic resonance (MR) images solely used for organ at risk (OAR)-and target delineation, does not require coverage of the outer body contour. These MR images are often acquired with a smaller FOV and used in conjunction with CT.
Geometric accuracy in the images used for radiotherapy treatment planning and positioning is essential and CT is considered as the gold standard in this context. Geometric distortion are known to exist in MRI and concerns regarding the use of MRI in radiotherapy has therefore been raised (Weygand et al., 2016) . The geometric distortion from MRI can be divided into system specific or patient/object specific distortion. The system specific distortion can originate from the non-linear gradients or from the nonhomogenous static magnetic field (Bakker et al., 1992 . The Assessment of dosimetric impact of system specific distortion in MRI only 2017-09-15 10:58:00 3(24) patient/object specific distortion can originate from magnetic susceptibility or from chemical shift effects (Bellon et al., 1986 , Bakker et al., 1992 .
The size of the geometric distortion originating from the non-linear gradients is increasing with increasing distance from the MRI magnetic isocenter , Walker et al., 2014 and is therefore highly dependent on the size of the FOV used in the MRI acquisition.
It has been shown that the system specific geometric distortion are larger than the patient specific geometric distortion and that non-linear gradients are the main source of geometric distortion (Baldwin et al., 2007) . The system specific geometric distortion in terms of non-linear gradients can in modern MR scanners be corrected in 2 dimensions (2D) using MRI vendor specific software . The availability of 3D correction of the non-linear gradients can be dependent on the acquisition sequence and acquisition parameters (Walker et al., 2015) . The systemand patient/object specific geometric distortion, in terms of induced non-homogeneities in the magnetic field, can be mitigated by the use of active magnetic field shimming (Weygand et al., 2016) .
Several methods have been proposed for measuring and mapping the system specific geometric distortion using dedicated phantoms (Koch et al., 2003 , Torfeh et al., 2015 . These phantoms often have some kind of visual signal markers at known spatial positions. To assess the geometric distortion, the marker positions in the MR images is compared with the physical location of the markers. Due to the need of large volume coverage special phantoms have been designed for that purpose (Tadic et al., 2014 , Torfeh et al., 2015 , Walker et al., 2015 , Huang et al., 2016 .
A geometric distortion of < 2 mm in the anatomy of interest is desired for the use of MRI in radiotherapy (Walker et al., 2015 , Weygand et al., 2016 . It was previously shown that residual geometric distortion, measured for a clinically relevant acquisition sequence together with 3D correction, were > 2 mm at distances > 15 cm from the isocenter (Walker et al., 2015) . It was also concluded that the origin of the geometric distortion were dominated by effects from non-linear gradients.
It is of broad and immediate interest to study the dosimetric effects from system specific geometric distortion in an MRI only radiotherapy workflow for prostate. Attempts has earlier been made to 2017-09-15 10:58:00 4(24) quantify how the geometric error in MRI propagates through the MRI only radiotherapy treatment planning process and how it affects the planned dose distribution (Mah et al., 2002 , Petersch et al., 2004 , Sun et al., 2015 .
The combined dosimetric impact from the system specific geometric distortion and a synthetic CT generation method was recently investigated (Bolard and Bulling, 2016) . Dosimetric errors originating from multiple previously published synthetic CT generation methods has also been studied (Kim et al., 2015) . In the clinical introduction of an MRI only radiotherapy treatment planning workflow it is important to solely quantify the dosimetric errors from geometric distortion. The methodology presented in this work enables separation of the dosimetric errors introduced by the system specific geometric distortion from the dosimetric errors originating from the synthetic CT generation itself.
The aim of this study was to 1) develop a method for MRI quality control and validation of clinical MRI sequences for the use in an MRI only radiotherapy workflow. 2) Evaluate the magnitude of the system specific geometric distortion in an MRI system and the impact on delineated structures. 3) Evaluate, using the developed method, the dosimetric impact of the system specific geometric distortion. This was done using a clinical MRI acquisition sequence, designed for an MRI only prostate radiotherapy workflow. We propose a methodology to apply the geometric distortion, originating from system related distortion in MRI, on pre-existing patient CT images.
Methods
The study was divided into three parts where the first part covered the measurement of geometric distortion in MRI, the generation of the displacement map and its application. The second part investigated the impact of geometric distortion on delineated radiotherapy structures (RT structures).
The final part investigated the dosimetric impact of geometric distortion in MRI only treatment planning.
The workflow of the method, illustrated in figure 2, was repeated for 10 prostate cancer patients (median age 75 years, median weight 84 kg and median length 173 cm), consecutive chosen from an ongoing invivo MRI only treatment planning study.
Data acquisition, displacement map generation and its application
A commercially available 3D phantom designed to assess geometric accuracy for large FOVs table without table top . Lines on the phantom surface was used to align the phantom using the built in laser positioning system on the MRI.
For accurate and comparable mapping of the geometric distortion, arising principally from system specific geometric distortion, it was of importance that an identical MRI sequence was used for the phantom and the in-vivo MRI only treatment planning study. The parameters used in the phantom MRI acquisition sequence were copied from the in-vivo MRI acquisition sequence used in an ongoing Swedish multi-center study (MR-Only Prostate External Radiotherapy, MR-OPERA). Due to the phantom size, the FOV and number of slices had to be adjusted. The in-vivo study was performed with MRI acquisition sequence parameters described in table 1. The acquisition sequence for the phantom was considered and referred to as the optimized acquisition sequence.
The phantom was placed above the superior cavity on the MRI patient table, no table top was used (figure 1). The phantom was scanned with the optimized acquisition sequence. The displacement map was calculated using a cloud based commercial analysis software, GRADE version 1.0.32 (Spectronic Medical AB, Helsingborg, Sweden). GRADE automatically calculated the locations of the phantom markers in the MR images using a non-rigid image registration with a digital reference model of the phantom. Reference markers from the digital reference phantom model were generated by a rigid Assessment of dosimetric impact of system specific distortion in MRI only 2017-09-15 10:58:00
7 (24) registration between the digital reference phantom model and the MR images using only the markers close to the isocenter, where geometric distortion were considered to be negligible. For each marker, the difference in location between the reference marker in the rigidly registered digital reference phantom model and the marker in the MR images were calculated. The displacement map, describing the difference in the location of the markers, were calculated using inverse mapping (Beier and Neely, 1992) and generated with the pixel dimensions 0.875 mm x 0.875 mm x 0.8741 mm. A binary mask was applied to the displacement map to exclude peripheral sub-volumes with non-reliable displacement data.
Using an in-house built MATLAB software version R2015a (Mathworks Inc., Sherborn, MA, USA), the displacement map were linearly interpolated (down sampled) to match the pixel dimensions of the CT images. The magnitude of the geometric distortion for separate spatial directions were derived from, and equal to, the data from the displacement map. The relative orientation of the displacement map in space with respect to the CT images was taken into account before applying the displacement map to the CT. This was performed by a translation of the left-right and inferior-superior center of the displacement map to the DICOM user defined origin in the CT images (determined by the position of external skin markers, applied to the patient before CT scanning). A translation of the anterior-posterior center of the displacement map positioned the posterior anatomy of the CT images in the corresponding MRI geometry.
To simulate a clinical scan situation, and to avoid the use of unreliable displacement data originating from a peripheral part of the phantom, the displacement map was limited to 30 cm in the inferior-superior direction before being applied to the CT images. CT data outside of the 30 cm inferior-superior coverage was left undistorted. The displacement map was applied to the CT images as a geometric transformation using linear interpolation, from here on referred to as distCT images (figure 2).
To estimate the possible impact of object specific geometric distortion an additional MRI scan was performed on the phantom. The magnitude of the object specific geometric distortion in the optimized acquisition sequence was assumed to be proportional to the magnitude of the deviations in the static magnetic field and inversely proportional to the read out gradient strength (Weygand et al., 2016) . The deviations in the magnetic field, induced by the magnetic susceptibility of the phantom, was measured using the sequence IDEAL IQ (General Electric Healthcare, Milwaukee, WI), acquisition sequence parameters described in table 1. The clinical purpose of IDEAL IQ is in-vivo fat quantification and depends on a correct assessment of the deviations in the static magnetic field, i.e. field mapping. The phantom volume field map was exported and the magnitude of the object specific geometric distortion was calculated given a read out gradient strength of 13.1 mTesla/m (used in the optimized acquisition sequence). 
Impact on RT structures
To assess the possible geometric distortion for target-and OAR anatomy, the impact on the delineated RT structures in the CT images was investigated. This was done using an in-house developed MATLAB software. By using the phantom marker locations from the detected markers in the MR images and the reference marker locations, supplied by Spectronic Medical AB and described in section 2.1, the displacement was calculated for all points in the RT structures. The relative orientation of the displacement data in space with respect to the RT structure was taken into account before calculating the displacement to the RT structure points, using the same orientation adaptations as described in section 2.1. The displacement was applied to the RT structure points using linear interpolation.
The external surface of the RT structures were defined using additional RT structure points inserted in the areas encompassed by the first and last slice of the RT structure volume. A 3D boundary and its convex hull was calculated from the external surface, and the ratio of the volume within the 3D convex hull for distorted and original RT structures was calculated. In an absence of volume deviation, between original and distorted RT structure, a uniform translation and/or deformation with constant volume, of the whole RT structure could exist. This could give rise to deviation in the RT structure but no deviation in RT structure volume. To be able to detect such an event, the magnitude of the distortion in each spatial direction were calculated for each RT structure.
Treatment planning and dosimetric analysis
The RT structures for target and OAR were copied from the original CT to the distCT images. The RT structures were not deformed prior to copying them as the only objective was to enable the calculation of an acceptable treatment plan. A single arc 10 MV VMAT prostate treatment plan (78 Gy/39 fractions)
were optimized on the distCT images using the Eclipse Treatment Planning system version 13.6 (Varian Medical Systems, Palo Alto, USA). The final dose distribution, referred to as DdistCT, was calculated using the Analytical Anisotropic Algorithm. The treatment plan was confirmed to fulfill the dose criterions in the conventional arm of the Swedish multicenter Phase III study of HYPO-fractionated Radiotherapy of intermediate risk localized Prostate Cancer (Widmark, 2008) . The created treatment plan was applied and recalculated with identical field setup and number of monitor units on the original CT images, creating a reference dose distribution DrefCT. This was performed in order to exclude any difference due to a slightly different plan delivery. Workflow is illustrated in figure 2 . The dose distributions DdistCT and DrefCT were linearly interpolated to match the pixel dimensions of the CT images.
The percentage dose difference between DdistCT and DrefCT was not calculated directly, since the distCT was considered geometrically incorrect. In an MRI only workflow, the dose distribution calculated on a synthetic CT (resembled by the distCT) is the dose distribution that would have been used for treatment.
By applying the inverse of the displacement map to the DdistCT the planned dose distribution was Assessment of dosimetric impact of system specific distortion in MRI only 2017-09-15 10:58:00
11 (24) transferred into a geometrically correct frame of reference which easily could be compared to the dose distribution of the original CT (DrefCT), considered the gold standard. The inversely deformed dose distribution was referred to as DdistCT_inv. This is in analogy with the process of adaptive radiotherapy in a conventional CT based workflow using deformable image registration and dose warping (Veiga et al., 2015) .
The inverse of the displacement map (not to be confused with inverse mapping) was iteratively calculated using the function InvertDisplacementFieldImageFilter in together with ITK 4.7.2 (Yoo et al., 2002) . To verify the existence of an inverse to the displacement map and detect possible noninvertible displacement data, the value and the sign of the determinant of the displacement map Jacobian was evaluated for all patients. The value of zero corresponds to a nonexistent inverse and negative values are indicative of noninvertible and unrealistic deformations (Chen et al., 2008 , Veiga et al., 2015 . The inverse of the displacement map was applied using nearest neighbor interpolation in an in-house developed MATLAB software.
The percentage dose difference (normalized to 78 Gy), referred to as ∆D, was calculated in the interval 0 % to 100 % by subtracting DrefCT and DdistCT_inv in segmented binned isodose levels with a binning of 5 %. The segmentations were determined from the DrefCT using binary masks. The mean and the standard deviation of the segmented ΔD was calculated for each binary mask, i.e. for each binned isodose level, for each patient. The binning method was performed rather than using intentionally distorted RT structures or re-delineated RT structures in the distCT. A manual re-delineation in the distCT images would give rise to additional uncertainties as a result. The workflow is illustrated in figure 2 . 
Results

Geometric distortion measurements
The mean, minimum and maximum magnitude of the phantom geometric distortion in separate spatial directions, for complete and limited phantom volumes is presented in table 2. The mean magnitude for the geometric distortion was largest for the inferior-superior direction. This behavior was true in both the limited (30 cm inferior-superior) and the complete phantom volume. The mean and maximum magnitude of the phantom geometric distortion as a function of radial distance from the isocenter of the MRI, is presented for the complete phantom volume in table 3. The mean and maximum magnitude of the deviations in the static magnetic field, together with the calculated magnitude of the object specific geometric distortion for the complete phantom volume, is displayed in table 4.
14(24) Table 4 . Mean and maximum magnitude of deviations in the magnetic field (ppm) for the phantom volume, as a function of radial distance from the isocenter of the MRI, measured with the IDEAL IQ sequence. The calculated magnitude of the object specific geometric distortion for the phantom using the optimized sequence is displayed in parenthesis.
Measured deviation of the magnetic field (ppm) and calculated distortion (mm) at different radial distances from isocenter (mm)
< 100 
Impact on RT structures
The mean volume ratio between distorted RT structures and original RT structures among all patients in the study was 1.00±0.00 for CTV, PTV, femoral head left, femoral head right, bladder and rectum.
For the RT structure Body it was 1.01±0.00.
The mean magnitude of the distortion in the RT structures among all patients in left-right and inferiorsuperior direction was 0.00±0.00 mm for CTV, PTV, femoral head left, femoral head right, bladder and rectum. For the anterior-posterior direction it was 0.01±0.00 mm. For the RT structure Body it was 0.13±0.04 mm, 0.09±0.05 mm and 0.44±0.09 mm for the left-right, anterior-posterior and inferior-superior direction.
Development of the method and dosimetric impact
A method to assess dosimetric impact of system specific distortion in an MRI only workflow was developed. The mean number of pixels in the distortion field having a negative determinant of its Jacobian among all patients were 0.008 %. The corresponding pixel positions were at the most peripheral part of the phantom data. No pixels had a determinant of its Jacobian equal to zero.
The largest mean percentage dose difference for each isodose level and the average of the median percentage dose to target and OAR (among all patients in the study) is shown in figure 3 . The largest negative and positive mean percentage dose difference for all isodose levels were -0.02 %±0.13 % (isodose level bin 80 %-85 %) and 0.02 %±0.25 % (isodose level bin 5 %-10 %). 
Discussion
The work performed in this study introduced a method to assess dosimetric impact of system specific distortion in an MRI only workflow. The method was not influenced by any errors that might solely originate from the assignment of Hounsfield units in a synthetic CT generation.
The system specific distortion for an MRI only optimized sequence was assessed using a phantom. As expected, the distortion was greater with increasing radius from the isocenter of the MRI (Torfeh et al., 2015 , Weygand et al., 2016 . The distortion data in this study were also in good agreement with a previous study using an identical pulse sequence (Torfeh et al., 2015) .
A possible interference in the measurement of the system specific distortion was object specific distortion, determined by the shape and magnetic susceptibility of the phantom material. We estimated the susceptibility effects induced by the phantom by the IDEAL IQ sequence. Using this sequence the effects from the phantom and the static magnetic field were added and could not be separated, which was an inherent limitation of the method. However, in spite of this, the measured deviations were small. Furthermore, patient specific distortions were beyond the scope of this study. The calculated mean magnitude of the object specific geometric distortion was < 0.5 mm for all radial distances of < 250 mm from the isocenter and was considered negligible for the purpose of this work. The results showed that the system specific geometric distortion were larger than the object specific geometric distortion and that non-linear gradients were the main source of the geometric distortion.
The size of the mean deviation in RT structure volume ratios were consistent with the mean magnitude of the distortion in each spatial direction for each RT structure, i.e. a larger deviation in a RT structure volume was associated with a larger distortion. This corresponded to a non-distorted anatomy of the target and OAR in the distCT images. It was previously concluded that the mean distortion for all RT structures (body excluded) for a simulated prostate MRI only treatment workflow, was < 1 mm, both with and without 3D distortion correction (Sun et al., 2015) . Our results were similar.
The method developed in this work quantified the dosimetric effects from geometric distortion in MRI only treatment planning for prostate. Validation of MRI only treatment planning, using synthetically generated CTs and conventional CTs, includes several uncertainties such as repositioning between 18(24) multiple modalities, bladder-and rectum filling, and body-and organ structure changes. Additionally, the synthetic CT generation method itself can introduce an error. In previous studies specifically aimed at the assessment of dosimetric errors originating from geometric distortion of the MRI system, synthetic CTs with bulk density assignment has been used (Sun et al., 2015, Bolard and Bulling, 2016) .
Earlier studies aimed to study the dose difference in generated synthetic CTs compared to conventional CTs for prostate reports a mean dose difference to target of less than 2 % (Lambert et al., 2011 , Dowling et al., 2012 , Kapanen et al., 2013 , Korhonen et al., 2014 , Siversson et al., 2015 . This is higher than in the present study. This is to be expected as our method, in contrary to the studies above, focus on the uncertainties from the system specific geometric distortion and does not rely on bulk density assignment.
Furthermore, dose warping (Veiga et al., 2015) has been used in our method and to the best of our knowledge, this is the first time in literature that dose warping has been used to assess the effects of distortion in an MRI only workflow.
However, in contrast to dose warping between cone beam CT and CT, our method does not rely on deformable image registration between image sets. Instead, the inverse of the measured distortion field was used. The accuracy of the approach was ensured by investigating the properties of the Jacobian.
Furthermore, interpolation effects were minimized by using a high spatial resolution for all matrices (same as CT). When adopting our dose warping approach, we recommend the actions above to be performed. If the image distortion is small (i.e. central part of the images), the error introduced when simply comparing the two dose matrices without any dose warping would be small. However, this is not the case when larger image distortion exists (e.g. peripheral part of the images).
The natural body processes occurring during the MRI scan of a patient will affect the geometry of the synthetic CT. This is important to consider when evaluating the dosimetric deviations between a CT and a synthetic CT. Natural bladder filling will lead to an increase in bladder volume. A study performed, under MRI scan conditions similar to those of an MRI only prostate treatment planning session, showed an increase in bladder volume in the study subjects ranging from 3 % to 101 % (McBain et al., 2009 ).
From our results, using an optimized acquisition protocol, it can therefore be expected that natural bladder volume changes is significantly larger than the bladder volume changes induced by system specific geometric distortion.
For quantification of the percentage dose difference, an analysis in segmented binned isodose levels was performed. This eliminated the need for intentionally distorting the RT structures to fit the distorted anatomy of the distCT images. In previous studies this issue has been overlooked for the dosimetric evaluation by merely copying the RT structures between the MR images and CT images (Chen et al., 2004a , Chen et al., 2004b . In the present work it was shown that the influence on the RT structures due to geometric distortion from the optimized sequence were insignificant. This may not always be the case when evaluating the geometric distortion for other MRI acquisition sequences. Dose-volume histogram (DVH) analysis was therefore not included in this work as a part of the evaluation. Furthermore, in contrast to the use of DVH analysis, the segmented binned isodose levels provides information on the dose difference for a continuous range of isodose levels.
To conclude, it is of importance that the MRI acquisition sequence used for any MRI only treatment planning are validated. A method is presented in this work which may be used for this type of validation.
Conclusions
A method was developed to assess the dosimetric impact of system specific geometric distortion. The dosimetric impact was not influenced by any errors that could originate from the assignment of Hounsfield units in a synthetic CT generation method. It required clinical CT image material from the anatomy of interest and the production of a displacement map, originating from a measurement of a dedicated phantom designed to assess geometric accuracy in MRI. Both of these requirements should be feasible to satisfy in a clinic aiming to introduce MRI only treatment planning. The developed method enabled quantification of the dosimetric effects of MRI system specific distortion for prostate MRI only radiotherapy treatment planning. The dosimetric effect and impact on delineated RT structures were negligible. The method has the potential to be used for any MRI acquisition sequence together with any anatomy of interest.
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